Adhesion Test Results
• Before scrubbing, AO pre-treatment was more effective at reducing adhesion loads for seals made of S0383-70 than for seals made of XS3088-02 • Effects of scrubbing on adhesion loads were inconclusive: -For XS3088-02 seals, load increased after scrubbing for one seal and decreased for the other -For S0383-70 seals, load increased quite a bit for one seal but very little for other two seals; however, even max load was still lower than those for seals without AO pre-treatment 
